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The scope of this paper is to illustrate the need for an improved quality assurance in fluorometry.
For this purpose, instrumental sources of error and their influences on the reliability and comparabil-
ity of fluorescence data are highlighted for frequently used photoluminescence techniques ranging
from conventional macro- and microfluorometry over fluorescence microscopy and flow cytometry
to microarray technology as well as in vivo fluorescence imaging. Particularly, the need for and
requirements on fluorescence standards for the characterization and performance validation of fluo-
rescence instruments, to enhance the comparability of fluorescence data, and to enable quantitative
fluorescence analysis are discussed. Special emphasis is dedicated to spectral fluorescence standards
and fluorescence intensity standards.
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INTRODUCTION
Fluorescence techniques are widely used as analyt-
ical tools and detection methods in different areas such
as material sciences, environmental analysis, bioanaly-
sis, molecular genetics, cell biology, medical diagnos-
tics, and drug screening [1–5]. Commonly recognized
advantages of fluorescence are its high sensitivity that
allows even the detection of single molecules, its intrin-
sic selectivity concerning experimental parameters such
as excitation and emission wavelength as well as fluores-
cence lifetime and (de)polarization [6], its ease of use,
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non- or minimally invasive character, and the remote ac-
cessibility of signals employing conventional optics and
fiber optics. Depending on the specific application, flu-
orescence measuring systems strongly differ in instru-
mental design, i.e. use of optical components and de-
tection systems as well as in measurement geometries
including sample containers/formats for the investigation
of fluorescent samples. Typical instruments range from
conventional monochromator- or filter-type fluorometers
and microplate readers over fluorescence microscopes,
flow cytometers, and systems for (real time) polymerase
chain reaction (rt-PCR) as well as devices for molecular
imaging to microarray scanners for DNA or protein chips
and high throughput screening systems [5,7–10]. Inde-
pendent of the technique and particular instrumentation
applied, a major drawback of fluorescence measurements
is the demand to remove instrument-specific effects from
the measured raw data that otherwise limit the compa-
rability of fluorescence data across instruments, labora-
tories, and over time [1–4,11,12]. Further fluorescence-
inherent problems are related to difficulties to accurately
measure absolute fluorescence intensities and hence to
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realize true quantitative measurements [13]. In addition,
quantitative fluorometry based on measurements of rela-
tive fluorescence intensities is hampered by the sensitiv-
ity of the absorption and fluorescence properties of most
chromophores to their microenvironment that results in
environment-specific absorption and emission spectra as
well as molar absorption coefficients, fluorescence quan-
tum yields, and fluorescence lifetimes, respectively. These
problems and disadvantages render quality control diffi-
cult and make standardization even more important.
The improvement in quality assurance for fluores-
cence techniques critically relies on the development of
internationally accepted and purpose-fit guidelines for
instrument characterization and performance of fluores-
cence measurements which are barely available at present.
The former, however, depends on the availability of com-
mercial, easy-to-operate, and reliable fluorescence stan-
dards, that take special requirements of each particular flu-
orescence technique into account, and that are preferably
certified in view of traceability and accreditation needs.
Within the context of this paper, fluorescence standards
refer to chromophore-based reference materials for fluo-
rometric quantities, which are designed for specific fluo-
rescence applications. This includes both instrument-type
standards for the calibration and performance validation
of fluorescence instruments as well as more application-
specific standards for instance to relate chemical con-
centration to instrument response, i.e. typically to fluo-
rescence intensity. Furthermore, for certain fluorescence
techniques, the evaluation of commonly used software
routines like e.g. fitting routines for the analysis of time-
resolved fluorescence data as well as software for the
statistical analysis of imaging data and the analysis of
microarray experiments is gaining importance and will
eventually be mandatory.
At present, these needs are poorly met for fluores-
cence techniques, despite of their widespread use and the
extensive literature dedicated to the characterization of
fluorescence measuring equipment and potential fluores-
cence standards [1–4,14–18], as well as the globalization-
induced anchor role of traceability and accreditation [19].
The latter initiated for instance standardization in closely
related fields like UV/Vis/IR spectrophotometry [20–23]
and colorimetry [24–27]. Up to now, there exist only a very
limited number of recommendations on the characteriza-
tion of fluorescence instrumentation and performance of
fluorescence measurements like the determination of the
linear range of detection systems and the limit of de-
tection [28–30]. Furthermore, with the exception of flow
cytometry [31–34], surveys on instrument calibration and
comparability of fluorescence data have been barely per-
formed [35,36]. In addition, available or recommended
fluorescence standards are often of insufficient quality
with respect to their analytical and spectroscopic char-
acterization and stability as well as reproducibility or are
even not purpose-fit. For a long time, only a single certified
reference material [37], the traceable emission standard
quinine sulfate dihydrate (SRM 936a), developed by the
National Institute of Standards and Technology (NIST) in
the late 1970s, was commercially available [38]. This ref-
erence material enables the determination of the spectral
responsivity of fluorescence instruments in the spectral
range from about 395 to 565 nm. Only recently, a new
though not certified reference material, RM8640, i.e. mi-
crospheres with varying amounts of immobilized fluores-
cein molecules was released by NIST for flow cytometry
thereby aiming at the establishment of a reference scale
for fluorescence intensity [39].
To underline the importance of an improved qual-
ity control for the majority of fluorescence techniques, in
this review, problems and fluorescence-inherent sources
of error are revealed exemplary for macro- and mi-
crofluorometry, fluorescence microscopy, flow cytom-
etry, fluorescence-based microarray technology, and
in vivo fluorescence spectroscopy/imaging. The aim is
to highlight the need for internationally accepted guide-
lines for instrument characterization and performance of
typical fluorescence measurements in combination with
the need for better-suited and certified fluorescence stan-
dards thereby improving the reliability of fluorescence
data. This could eventually broaden the application of
fluorescence methods, especially in areas like medical di-
agnostics that require instrument performance validation
(IPV), standardization of measurements, and comparabil-
ity of data for the acceptance of analytical methods. Ac-
cordingly, the scope of this article is to discuss purpose-fit
solutions to these problems with special emphasis dedi-
cated to specific existing fluorescence standards and the
need for and requirements on improved systems rather
then to give a comprehensive overview of the literature




The majority of fluorescence-based measuring or de-
tection methods relies on the assumption that the recorded
fluorescence intensity is proportional to the concentra-
tion of the fluorophore(s) in the sample. However, inde-
pendent of fluorescence technique and type of measure-
ment, i.e. spectrally resolved or integrated over a small
wavelength interval, the generated fluorescence signal is
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affected by both the fluorescent analyte(s) and the instru-
ment. Properties of the sample that influence the mag-
nitude of the resulting fluorescence signal are the fluo-
rophore’s absorptance at the excitation wavelength (in-
terval) and the fluorescence quantum yield [40,41]. The
former is nonlinearly linked to absorbance and thus mo-
lar absorption coefficient and concentration by the Beer–
Lambert law. Absorptance and quantum yield as well as
the spectral shape and position of a chromophore’s ab-
sorption, excitation and emission spectrum can strongly
depend on the dye’s microenvironment, e.g. the polarity
of the surrounding solvent/matrix molecules, pH as well
as the concentration of certain ions in the sample [1–5,13].
Furthermore, specific solvent–solute or matrix–solute in-
teractions can play a role. From the instrument side, the
time-, wavelength-, and polarization-dependent spectral
irradiance of the excitation channel reaching the sample
and the spectral responsivity of the emission channel in-
fluence the magnitude of the recorded fluorescence inten-
sity and the shape of the measured fluorescence spectra,
respectively [40,42]. To illustrate the distorting effects of
the spectral characteristics of fluorescence measuring sys-
tems, the normalized spectral responsivities of common
types of fluorescence instruments are exemplary shown in
Fig. 1. These curves have been determined with a spec-
tral radiance transfer standard [40]. Accordingly, aside
from spectral irradiance-related effects, measured emis-
sion intensities or spectra represent truly sample-related
data that are superimposed by the spectral responsivity of
Fig. 1. Wavelength-dependent normalized spectral responsivity of the
emission channel of four typical fluorometers equaling the correspond-
ing normalized emission correction curves. Spectrally corrected emis-
sion spectra are obtained on division of the measured uncorrected spectra
by the respective emission correction curve measured with identical in-
strument parameters.
the respective instrument, with the size of these distortions
depending on the spectral region of the dye’s emission and
the width of its emission band. Similarly, as has been illus-
trated in Parts I and II of a series of publications dedicated
to the traceability in fluorometry [40,42], the instrument-
specific wavelength and polarization dependence of the
spectral irradiance at the sample position distorts excita-
tion spectra and affects the intensity of emission spectra.
Other potential sources of error are uncertainties of
the wavelength scale which need to be minimized espe-
cially for fluorophores with narrow absorption and/or fluo-
rescence bands and nonlinearities of the detection system.
The latter can hamper quantitative fluorometry and the de-
termination of fluorescence quantum yields [40]. Further-
more, instrument- and sample-related polarization effects
may play a role [39,43]. The size of instrument-related po-
larization effects is determined by the dependence of the
transmittance and reflectance of the instrument’s optical
components on the polarization of the incident light and, to
a much smaller extent, by polarization effects of detectors
[40]. The magnitude of sample-related polarization effects
depends on the fluorescence anisotropy of the sample.
Instrument- and sample-inherent polarization effects, that
are strongest for the measurement of anisotropic emitters
without polarizers, can yield intensity and spectral errors
in fluorescence measurements in the range of a few tens
of percent [15]. Depending on the fluorescence technique,
additional uncertainties can be introduced by e.g. an insuf-
ficient long-term instrument stability or instrument drift,
an inhomogeneous illumination of the sample as well as
generally by sample- and sample-handling-related effects.
The latter are beyond the scope of this article.
As is often overlooked for certain analytes/samples,
also type of light source, i.e. continuous or pulsed excita-
tion, and related instrument settings such as e.g. the width
of the time gate and delay have to be considered. This is
illustrated in Fig. 2 for the normalized corrected emission
spectra of a glass doped with rare-earth (RE) ions dis-
playing different lifetimes in the µs- and ms-range that
was measured with conventional steady-state fluorome-
ters equipped with a continuous and a pulsed Xe lamp
(width at half peak intensity of less than 10 µs), respec-
tively. Such a RE-doped glass is an interesting candidate
for a standard to control the wavelength accuracy and
long-term stability of fluorescence instruments [44]. The
differences observed in Fig. 2 are caused by the differ-
ent and long lifetimes of the dopants and are not related
to spectral correction. Basically, with the settings em-
ployed for pulsed excitation, suppression of the long-lived
emission compared to the emission of the species with
shorter lifetimes occurs. This observation correlates with
the width of the time gate used for signal detection. Only
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Fig. 2. Comparison of the corrected emission spectra of a glass, doped
with a mixture of rare-earth (RE) ions, measured with a fluorometer
equipped with a continuous excitation source (8100, Spectronics Instru-
ments, Xe lamp, solid line) and a fluorometer with a pulsed lamp (LS
50B, Perkin Elmer, width at half peak intensity of the pulsed Xe lamp
less than 10 µs, fluorescence mode, dashed line) using identical spectral
bandpasses of the emission monochromators. Excitation was at 370 nm.
minor effects are due to subtraction of dark current con-
tributions and background from the long-lived emission.
Accordingly, for instruments equipped with pulsed light
sources, these experimental settings have to be considered
for the comparability and reliability of fluorescence data
if species with sufficiently long and different lifetimes are
analyzed simultaneously. Furthermore, these parameters
need to be kept constant for the control of the day-to-day
performance and long-term stability of such fluorescence
instruments.
Aside from instrument-specific effects, the reliabil-
ity of fluorescence measurements as well as the limit of
detection can be affected by non-specific or so-called
background fluorescence. This includes all the fluores-
cence that does not originate from the fluorophore of
interest. Background fluorescence may arise from con-
taminations of the sample and non-specific binding as
well as from autofluorescence of optical components such
as lenses, objectives, and optical filters [45] and sam-
ple supports/containers like glass or polymer slides and
microtiter plates, respectively. The possible influence of
autofluorescence from optical components is illustrated
exemplary for filter glass OG 550 obtained by different
pre-treatment procedures, see Fig. 3. Due to its clearly
measurable autofluorescence on excitation at 450 nm, the
emissive filter is not suited for the fabrication of fluores-
cence instruments working in the UV/Vis region. These
findings underline the importance of an improved quality
control of such materials.
Fig. 3. Uncorrected emission spectra of two OG 550 filters obtained by
different pre-treatment procedures recorded under identical conditions.
Excitation was at 450 nm.
FLUORESCENCE STANDARDS: TYPES AND
GENERAL REQUIREMENTS
Types of Fluorescence Standards
The comparability of fluorescence data between in-
struments, laboratories, and over time as well as the min-
imization of fluorescence measurement-inherent sources
of errors require a reliable instrument characterization
and performance validation. This can be achieved with
accordingly designed, well-characterized, and easy-to-
use fluorescence standards including standard operation
procedures (SOPs) for their use. Additionally, as many
fluorescence experiments are performed for quantifica-
tion purposes, suited standards, recommendations for their
choice and application as well as SOPs for the measure-
ment of (relative) fluorescence intensities are desired.
Fluorescence standards are typically divided into
instrument-type standards, which allow the determina-
tion of an adequate and application-relevant instrument
performance thus ruling out instrumentation as a major
source of variability, and more application-specific stan-
dards, which take into account the fluorescence proper-
ties of routinely measured samples. The latter are also
referred to as reference standards for instance in fluo-
rescence microscopy. Typical instrument standards are
spectral standards with known, preferably certified cor-
rected, i.e. instrument-independent fluorescence spectra.
Spectral standards can be divided into wavelength stan-
dards to control the wavelength accuracy of wavelength-
selecting optical components and so-called emission
and excitation standards [14] for the determination of
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the spectral characteristics of fluorescence instruments
[40,46–48]. Examples for more application-specific types
of standards are fluorescence lifetime and fluorescence
(de)polarization standards [16,49], that are beyond the
scope of this article, and the class of fluorescence inten-
sity standards. The latter include fluorescence quantum
yield standards and reference materials to relate chem-
ical concentration to instrument response or, less com-
mon, to characterize the autofluorescence of materials
and reagents used for fluorescence analysis. Other equally
requested standards, that belong to the classes of fluo-
rescence intensity and spectral standards, are materials
to control the day-to-day performance and the long-term
stability of fluorescence instruments. At present, there is a
broad variety of more or less suited fluorescence standards
commercially available such as for instance fluorescent
microspheres as alignment standards for fluorescence mi-
croscopy and flow cytometry, solid and liquid standards
for the spectral correction of cuvette-type measurements
and microplate readers as well as standards for front sur-
face fluorescence measurements, and solid and liquid stan-
dards for intensity calibrations and for the determination
of the linearity of microscopes, flow cytometers, and mi-
croplate readers, respectively [42,50]. In addition, there
exists extensive literature on potential fluorescence stan-
dards. This includes for example emission and excitation
standards and standards for fluorometric quantities like
fluorescence quantum yield, fluorescence lifetime as well
as fluorescence (de)polarization [1–4,14–15,51,52].
General Requirements on Fluorescence Standards
Generally, the requirements on fluorescence stan-
dards depend on the level of uncertainty desired for
fluorescence measurements and accordingly, for instru-
ment characterization. Standard-related contributions to
the overall calibration and measurement uncertainty are
directly linked to the reliability and suitability of the
standard(s) and to the uncertainty of the standard’s certi-
fied/reported radiometric/fluorometric quantities that are
relevant for the respective application. For many ap-
plications, also the resemblance between the standard
and typically measured samples affect the size of the
standard-related contributions to the overall measurement
uncertainty [40].
A purpose-fit fluorescence standard should enable
the instrument characterization and IPV under analytically
relevant routine conditions, e.g. for similar settings of in-
strument parameters (detector voltage, spectral bandpass,
polarizer settings, signal intensities/counting rates, mag-
nification etc.) and measurement geometry—preferably
with a minimum and known uncertainty. This implies es-
pecially comparable emission characteristics and spectral
radiances or emission intensities of the standard and the
sample, typically within a similar spectral region. The
standard needs to be sufficiently well characterized with
respect to its application-relevant spectroscopic proper-
ties. Its calibration-relevant radiometric/fluorescence fea-
tures should have been determined with a reliably char-
acterized reference instrument. To judge the reliability
of the standard, the calibration procedure and calibra-
tion uncertainty of this reference instrument as well as
the chosen instrument settings and measurement geom-
etry need to be provided. Moreover, this eventually en-
ables traceability to the spectral radiance scale and/or
the spectral responsivity scale realized by the black body
radiator and the cryogenic radiometer [40,42] and the
mandatory report of the (wavelength-dependent) uncer-
tainty of the respective fluorometric quantity of the stan-
dard. In addition, a specification of the standard’s thermal
and photochemical stability, the temperature dependence
and—for some types of standards also the concentration
dependence—of the reported/certified fluorometric quan-
tity as well as information on storage conditions, shelf
life, scope, and limitations for use are necessary [40].
For physical transfer standards, also recalibration inter-
vals should be given. For chromophore-based reference
materials, the purity and homogeneity of the chromophore
and the solvent or matrix should be stated as well as the
homogeneity of the dye distribution for solid systems.
For particle-type standards, also the particle size distribu-
tion should be provided as well as the coloring procedure
like for example staining, i.e. chromophore mainly inside
the particle, or attachment to the particle surface, i.e. chro-
mophore mainly at the particle surface and thus accessible
to solvent.
Type-Specific Requirements
For each application, the choice of a fluorescence
standard requires a thorough understanding of its purpose
and, most important, the requirements it has to fulfill.
A suited wavelength standard must emit a multitude of
very narrow emission bands in the spectral range of in-
terest, commonly the UV/Vis/NIR region, and must be
measurable at sample position employing the typical mea-
surement geometry. Furthermore, the spectral position of
the emission lines/bands should preferably show no or at
least a reported temperature dependence within the com-
monly encountered room temperature region. These de-
mands are best met by a physical-type transfer standard,
an atomic discharge lamp, ideally of cuvette-shape, typi-
cally in combination with a non-fluorescent reflectance or
white standard [40]. Such lamps can be used for all types
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of luminescence instruments and are not restricted to pho-
toluminescence measuring systems like chemical-type
fluorescence standards. For reduced requirements on spec-
tral resolution, also chromophore-based wavelength stan-
dards can be employed. Their advantages are the typically
smaller spectral radiances and similar emission character-
istics as encountered for the majority of samples. An ex-
ample is a commercially available dysprosium-activated
yttrium aluminum garnet Y3−xDyxAl5O12 (DYAG, Pho-
ton Technology International Inc., FA-2036) that shows
a multitude of narrow excitation bands in the spectral
region between 250 and 500 nm and narrow emission
bands in the spectral region from 500 to 800 nm, respec-
tively [53]. Similarly suited are mixtures of RE ions, see
Fig. 2. Here, however, excitation wavelength-dependent
emission spectra are encountered and accordingly, provi-
sion of the emission spectra for frequently used excitation
wavelengths may be appropriate. Contrary to wavelength
standards, the main requirement on emission and exci-
tation standards that enable the determination of the rel-
ative spectral responsivity of the emission channel and
the relative spectral irradiance at the sample position, re-
spectively, are broad and unstructured fluorescence spec-
tra to reduce the effect of instrumental resolution/spectral
bandpass [40,47]. This minimizes the influence of un-
certainties in the determination of the wavelength which
are directly translated into uncertainties in fluores-
cence intensities. Further requirements are revealed in
“Spectrally Resolved Macro- and Microfluorometry”
section.
Fluorescence quantum yield standards are used as
reference for the relative determination of the fluo-
rescence quantum yield of an analyte. Accordingly—
contrary to fluorescence intensity standards that relate
chemical concentration to instrument response—they are
typically not based on the same fluorophore as the sam-
ple and is not mandatory matching of spectra. The most
stringent requirements are reliable fluorescence quantum
yields and properly defined conditions such as e.g. ma-
trix, oxygen concentration, temperature, and excitation
wavelength as well as a stated uncertainty of the quan-
tum yield. Furthermore, standard and sample should ab-
sorb and emit within comparable spectral regions, see
also “Spectrally Resolved Macro- and Microfluorometry”
section.
The working principle of the majority of fluoromet-
ric reference materials that relates chemical concentration
to instrument response is the comparison of the spectral
radiance/fluorescence intensity of a standard and a sam-
ple to quantify the number of fluorophores in the sample.
Though often overlooked in fluorometry, this is a common
approach used in many different analytical techniques.
This type of intensity standard typically relies on the same
fluorophore(s) as to be quantified. However, due to the in-
herent sensitivity of the spectroscopic properties of the
majority of chromophores to their microenvironment, this
type of standard has to be handled with care. To eliminate
errors in quantification, the chromophore to be specified
and the standard have to be in the same microenvironment
to guarantee identical fluorescence spectra, molar absorp-
tion coefficients, and fluorescence quantum yields, respec-
tively. This is for instance fulfilled for many applications
of high performance liquid chromatography (HPLC) with
fluorescence detection where the fluorescence intensities
from free, i.e. unbound fluorophores in solutions of iden-
tical or at least very similar composition are compared
[54,55]. On the other hand, for a set of fluorophores in so-
lution and a set of immobilized fluorophores, e.g. bound
to or incorporated into a microparticle, the absorption
and fluorescence spectra, molar absorption coefficients,
and especially the fluorescence quantum yields can differ
significantly [13]. If not properly considered, these differ-
ences lead to considerable errors in fluorophore quantifi-
cation. As an approach to overcome these problems, the
quantification of the fluorescence intensity of samples is
often performed in units of molecules of equivalent solu-
ble fluorochrome (MESF) [56,57]. This type of reference
system, that circumvents differences in the molar absorp-
tion coefficients and fluorescence quantum yields of the
standard and the sample, however, relies on matching flu-
orescence spectra and the sample and is not designed to
derive the absolute number of fluorophores in the sample.
Accordingly, standard-related contributions to the over-
all measurement uncertainty are linked to the degree of
spectra matching of the standard and the sample [32].
This is also true for standards for the characterization
of material-related autofluorescence which are requested
by manufacturers of materials relevant for fluorescence
analysis like e.g. optical glasses, crystals, and ceramics
employed for the fabrication of optical components and
supports/sample containers.
For standards employed for the characterization of
the day-to-day performance and long-term stability of flu-
orescence instruments, a close match between the standard
and routinely measured samples is not mandatory. How-
ever, these standards should be measured/measurable with
routinely used instrument settings to guarantee the relia-
bility of the instrument performance under application-
relevant conditions. Further prerequisites are sufficient
and reported stability or, for single-use standards, ex-
cellent reproducibility. Contrary to statements in the lit-
erature, per definition, there are no standards but only
methods, procedures or guidelines—preferably in com-
bination with suited materials—to measure the range of
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linearity of fluorescence instruments, their dynamic range
and the limit of detection [29,30]. For instance, the de-
termination of the former requires a method for the de-
fined physical or chemical variation of the amount of
light reaching the detector [29,40]. Additionally, recom-
mendations on accordingly tested materials are desired
that enable such measurements without material-specific
contributions [40].
In addition to the standards discussed, for other fluo-
rescence instruments like e.g. fluorescence microscopes,
microarray scanners, and imaging systems, further ref-
erence materials are needed for instrument characteriza-
tion and IPV. As is discussed in the sections dedicated to
these techniques, requested are for instance standards for
the determination of the spatial resolution, the correction
for the heterogeneity of illumination and for detection
within a single field, i.e. shading or flat field correction,




RELIABILITY OF FLUORESCENCE DATA
Frequently used fluorescence techniques include
macro- and microfluorometry often combined with mea-
surements of fluorescence spectra, fluorescence lifetimes,
and fluorescence (de)polarization, fluorescence micro-
scopic techniques, and flow cytometry as well as fluores-
cence imaging in vivo. Fluorescence detection is also com-
monly employed for analytical separation techniques like
for instance HPLC, capillary electrophoresis (CE), and
(high performance) thin layer chromatography (HPTLC;
TLC), and for bioanalytical methods like rt-PCR used for
DNA analysis and DNA quantification as well as for the
microarray technology. However—despite of the broad
and ever increasing use of fluorescence techniques—to
the best of our knowledge, there exist no overall accepted
procedures for instrument characterization and IPV at
present. Different manufacturers of steady-state fluorom-
eters recommend the so-called Raman test [58,59] for
the control of the instrument’s long-term stability and
sensitivity and the determination of the wavelength ac-
curacy via scanning of the emission lines of the instru-
ment’s Xenon excitation source or the transmission min-
ima in the spectrum of a solution of holmium perchlorate.
These tests are often integrated into the software of in-
struments, and the recommended materials and required
accessories are available from the instrument manufac-
turers, in some cases even with a SOP for use. More
complex procedures recommended and commonly per-
formed by service engineers include the determination of
the wavelength accuracy with pen-type atomic discharge
lamps and the characterization of the spectral responsivity
of the emission channel with a calibrated lamp, i.e. typi-
cally an instrument-adapted integrating sphere-type spec-
tral radiance transfer standard. The availability of such
procedures is limited to few types of instruments, mostly
steady-state fluorometers. For other techniques like e.g.
fluorescence microscopy no such recommendations are
available. Accordingly, in the following sections, the need
for procedures/guidelines and standards for the character-
ization of fluorescence instruments and performance of
fluorescence measurements is illustrated for selected flu-
orescence techniques.
Spectrally Resolved Macro- and Microfluorometry
Uncertainty of Fluorescence Measurements
The uncertainty [60] of fluorescence measurements
relies on parameters such as e.g. the stability of the exci-
tation light source and means for correction of its fluctua-
tions, the stability and linearity of the detection system(s)
and the detector’s sensitivity to polarization effects, the
occurrence of photobleaching, background fluorescence,
scattering and reflections, the measurement geometry,
sample format and reproducibility of sample positioning
as well as the type of sample and sample-handling steps,
respectively. Influences of the latter two factors are not
further discussed. As a rule of thumb, for cuvette-type flu-
orescence measurements of transparent dilute solutions,
the fluorescence-based uncertainty is ca. 2%. For mea-
surements of solid films with a routine fluorometer, the
uncertainty is increased, mostly due to enhanced uncer-
tainties related to sample positioning. For fluorescence
measurements with 96-well microtiter plates, a well-to-
well reproducibility of ca. 2% can be achieved under
optimum conditions, i.e. with well-aligned instruments,
well-chosen microtiter plates, and a flat meniscus for top
reading. The effect of the meniscus, that depends on the
surface tension of the solvent, solvent–well interactions,
and the volume of the analyte solution, is illustrated in
Fig. 4 for top reading. Figure 4 compares the uncorrected
mean emission spectra and the respective standard devi-
ations (SD) obtained for two solutions of organic dyes,
i.e. coumarin 153 and quinine sulfate which emit within
the spectral region of 400–600 nm and were dissolved in
ethanol and 0.1 M HClO4, respectively. For each mea-
surement, the same black microtiter plate from NUNC
and a volume of 270 µl of the pipetted solution per well
were used and the standard deviation was derived from 32
wells. The smaller SD of 3% resulting for the ethanolic
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Fig. 4. Uncorrected mean emission spectra of two organic dyes and the
respective standard deviations (SD) measured with a common microplate
reader using a black 96-well microplate from NUNC and a pipetted
volume of 270 µl, respectively. For each dye, spectra are averaged over
32 wells. Left: coumarin 153 in ethanol, right: quinine sulfate dihydrate
in 0.1 M perchloric acid.
coumarin 153 solution (left), which shows a rather flat
meniscus, compared to the SD of 8% obtained for quinine
sulfate dihydrate (right) exemplary demonstrates the in-
fluence of solvent-related meniscus effects.
Need for Spectral Correction of Fluorescence Spectra
The influence of the instrument-specific spectral
characteristics and the according need for spectral cor-
rection is exemplary highlighted for steady-state fluorom-
etry in Fig. 5 comparing the uncorrected and corrected
emission spectra of a typical fluorescent label used for the
derivatization of amino groups, here at the surface of a
polymer support. The measurements were performed at
two different settings of the emission polarizers, i.e. 0◦
and 90◦. As is evident from Fig. 5, the uncorrected emis-
sion spectra differ considerably in fluorescence intensity
and shape for both polarizer settings. The bump in the
uncorrected curve obtained for an emission polarizer set
to 90◦ arises from diffraction effects or so-called Wood
anomalies of the monochromator gratings of the instru-
ment. Moreover, both uncorrected spectra clearly deviate
from the corresponding corrected spectra that are almost
identical. These findings demonstrate the need for spectral
correction to obtain comparable instrument-independent
spectra and the potential of spectral correction to elimi-
nate instrument-related polarization effects that can distort
uncorrected spectra.
Fig. 5. Comparison of the uncorrected (dashed lines) and spectrally
corrected (symbols) emission spectra of a fluorophore-labeled polymer
film measured at two different settings of the emission polarizers, i.e. 0◦
and 90◦. The bump in the uncorrected spectrum obtained for 90◦ results
from diffraction effects of the monochromator gratings used.
Fluorescence Standards Suited for Spectral Correction
Spectral correction of fluorescence data provides the
basis for the comparability of fluorescence data across in-
struments, laboratories, and over time as well as for the
traceability of fluorescence measurements as illustrated
in Figs. 1 and 5. With the increasing application of fluo-
rescence instruments with real spectral resolution like for
instance detectors for chromatography, that record fluo-
rescence spectra, as well as modern types of fluorescence
microscopes and the according desire to use fluorescence
spectra for species identification, spectral correction, and
the availability of reliably corrected fluorescence spectra
are gaining importance for many other fields of applica-
tion. Furthermore, spectral correction is mandatory for
fluorescence methods that rely on the comparison of two
fluorophores with different absorption and emission fea-
tures or measured at two different wavelengths.
The traceable correction of fluorescence data for
instrument-specific wavelength dependences can be real-
ized via measurement of emission and excitation correc-
tion curves in relative intensities [40] either with physical
transfer standards, i.e. calibrated standard lamps and de-
tectors [42], or certified emission and excitation standards.
Due to their ease of use and resemblance to typically
measured samples, the latter approach is recommended
for the broad community of users of fluorescence tech-
niques. In addition to the previously discussed general
requirements on fluorescence standards, and the need for
broad and unstructured fluorescence spectra, this type of
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spectral fluorescence standard should have moderate to
high fluorescence quantum yields independent of exci-
tation or emission wavelength and dye concentration to
enhance the signal-to-noise ratio and to reduce the in-
fluence of stray light, solvent emission, and fluorescent
impurities on the shape of the standard’s fluorescence
spectrum [40,47]. Minimum overlap between absorption
and emission is important to minimize inner filter ef-
fects. A nearly isotropic emission is the prerequisite to
guarantee negligible additional uncertainties under mea-
surement conditions that can dispense with or for in-
struments that lack polarizers. Furthermore, to cover the
UV/Vis/NIR spectral region, sets of spectrally tailored
standards are requested in combination with a tested pro-
cedure for the determination of the overall spectral cor-
rection curve from the measured and provided corrected
spectra [40,46,47].
Measurement of Fluorescence Intensities
To circumvent the use of standards, absolute mea-
surements of fluorescence intensities or quantum yields
can be performed. However, in addition to the consid-
eration of the instrument’s spectral characteristics, this
requires the determination of the absolute fraction of in-
cident photons per time unit in the sample that are ab-
sorbed by the analyte and the collection efficiency of the
instrument, which together control the fraction of the flu-
orescence photons detected. This renders absolute mea-
surements very challenging. Also, each instrument has to
be accordingly characterized to establish the comparabil-
ity of fluorescence intensities. On our opinion, this is not
practicable on a broad level, i.e. for each instrument used
for quantitative fluorometry.
For the broad community of users of fluorometry, a
purpose-fit approach to quantitative fluorometry includ-
ing the determination of fluorescence quantum yields is
the application of fluorescence intensity standards. For
these applications, the influence of spectra matching and
spectral correction is exemplary illustrated in Fig. 6 for a
series of commonly used fluorescent dyes, the corrected
emission spectra of which are shown in the lower part
of Fig. 6. The upper part of Fig. 6 depicts the integral
fluorescence intensities of these dyes that have been de-
termined relative to quinine sulfate dihydrate [61] taking
the areas from the respective integrated uncorrected and
corrected emission spectra, respectively. All the measure-
ments were performed at the same excitation wavelength
and bandpass. The emission spectra were background-
corrected and have been converted from radiometric to
photonic quantities prior to integration [40]. As is evident
Fig. 6. Comparison of the integral fluorescence of several organic dyes
obtained from uncorrected and corrected emission spectra, respectively,
using quinine sulfate dihydrate in 1 N sulfuric acid as fluorescent stan-
dard. Excitation was at 370 nm. Bottom: Corrected emission spectra
of α-NPO (short dash-dotted), coumarin 47 (solid line), coumarin 102
(dotted), coumarin 153 (dash-dotted), rhodamine 101 (dashed line), and
quinine sulfate dihydrate (-◦-).
from Fig. 6, the magnitude of these now and then con-
siderable deviations between uncorrected and corrected
data depend on the shape of the wavelength dependence
of the spectral responsivity of the instrument used, see
also Fig. 1, and for a given standard accordingly on the
spectral region of the dye’s emission and the width of
its emission spectrum. For each sample-standard pair,
uncorrected fluorescence spectra can be compared with
a reasonable uncertainty only for species with identical
or at least closely matching fluorescence spectra. This is
the reason why for fluorescence techniques using inte-
gral measurements of relative fluorescence intensities for
quantification purposes like e.g. flow cytometry, spectra
matching is recommended [32,56]. Due to the instrument
specifity of spectra matching of a sample-standard pair,
its dependence on dye microenvironment, and the ever
increasing variety of fluorescent labels and fluorophore-
containing systems, general solutions to quantitative flu-
orescence analysis with small uncertainty are not very
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realistic. Fluorescence-based uncertainties of ca. 2% can
be realized only for simple cases where the fluorescent
analyte and the standard are identical and located in the
same or in a very similar microenvironment. This is of-
ten met e.g. for HPLC analysis of fluorescent analytes
such as polycyclic aromatic hydrocarbons (PAH) [54,55].
However, for more complex systems, a considerable in-
crease in measurement uncertainty of up to a few tens
of percent may occur. This is further detoriated espe-
cially by the dependence of the fluorescence quantum
yield on microenvironment. To meet this challenge, it
may be of interest to determine fluorescence-based un-
certainties for representative examples, i.e. very popular
labels and matrices, with varying degree of spectra match-
ing and well-characterized microenvironment-induced
changes in molar absorption coefficients and fluorescence
quantum yields.
Fluorescence Quantum Yield Standards
From the material side, the sensitivity of fluorescence
analysis depends on the molar absorption coefficient of the
sample/analyte(s) at the excitation wavelength and the flu-
orescence quantum yield. Accordingly, the availability of
fluorescence quantum yields of (bio)analytically relevant
dyes in application-relevant matrices under application-
relevant conditions and their accurate determination are
of considerable importance. The uncertainty of the mea-
surement of relative fluorescence quantum yields is gov-
erned by several factors. Major contributions arise from
the uncertainty or lack of spectral correction, see Fig. 6,
temperature-related effects, uncertainties inherent to ab-
sorption measurements and dilution of solutions as well
as from the uncertainty of the fluorescence quantum yield
of the chosen standard, respectively. With respect to the
latter, it is critical that literature data on fluorescence quan-
tum yields are often not very reliable with deviations of up
to 50% being not uncommon and uncertainties typically
missing. Accordingly, there is still a considerable need for
fluorescence quantum yield standards for the UV/Vis/NIR
spectral region, the fluorescence quantum yields of which
have been determined with a stated uncertainty with a
traceably characterized setup. To eventually overcome
these problems, currently at BAM, a reference fluorometer
is been built for the dissemination of absolute fluorescence
quantum yields. Furthermore, not only well-characterized
standards with high fluorescence quantum yields are
desired but also systems of low fluorescence quantum
yield. This takes into account that not only the absorp-
tion and emission spectra of standard and sample should
lay within a similar spectral region but also the size of
their quantum yields should be preferably close to avoid
problems related to nonlinearities of the detection system
or dilution errors.
Standards for the Characterization
of Material-Related Autofluorescence
The inherent sensitivity of fluorescence imposes
strong requirements on materials suited for the fabrica-
tion of optical components for fluorescence instruments
as well as supports for fluorescence analysis. This even-
tually affects quality control by materials suppliers as is
exemplary revealed for glass-type materials. Generally,
materials made for applications in optical technologies
should show minimum autofluorescence on excitation at
wavelengths typically used, i.e. LED, and laser (diode)
wavelengths as well as at 365, 248, and 193 nm. Further-
more, they need to be stable under application-relevant
conditions, e.g. at photon fluxes in the range between
µW/cm2 for spectroscopy/microscopy and kW/cm2 for
microlithography, and should not form fluorescent photo-
products [62,63]. With respect to proper quality control
for glass-type materials, it has to be taken into account
that their optical properties and (photo)stability are influ-
enced by (fluorescent) impurities/dopants, the presence
of point defects such as color centers that originate for
instance from impurities such as RE elements, as well as
the matrix. Also, the glass manufacturing process itself
plays a role, i.e. redox equilibria and eventually incor-
poration of dopants into the glass matrix [64–66]. Ac-
cordingly, material-related autofluorescence needs to be
specified under application-relevant conditions, e.g. ex-
citation wavelengths and photon fluxes [67], and on a
batch-to-batch basis, see also Fig. 3. Techniques that are
increasingly used for this purpose are conventional steady-
state, laser-induced, and time-resolved fluorometry [68–
74]. For instance, a standard procedure for quality control
used by suppliers of optical glass is the measurement of the
glass emission at an excitation wavelength of 365 nm and
comparison of the integral emission in the wavelength re-
gion of 400–700 nm to that of reference samples like SF1
or SF6 available from Schott AG. SF1 and SF6 contain a
defined amount of emissive lead ion chromophores, e.g.
ranging between 20 and 70%. A similar approach based
on lead-type glasses certified by the Agency of Industrial
Science and Technology (AIST) is performed within the
Japanese Optical Glass Industrial Standard (JOGIS) pro-
cedure applied by Japanese manufacturers [75]. Glasses
of low emission show an integral photoluminescence well
below 5%.
Despite of the considerable importance for optical
industry, instrument manufacturers and for the reliabil-
ity of fluorescence analysis—aside from these lead-based
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standards—up to now, there are no suited solid reference
materials available that enable a standardized determi-
nation of the application-relevant fluorescence properties
of glass-type materials. Desired are fluorescence quan-
tum yield standards and/or reference materials that relate
the concentration of typically encountered fluorescent im-
purities or dopants to fluorescence intensity, standards
to quantify the acceptable level of autofluorescence for
quality control as well as standards for the fluorometric
quantities luminescence lifetime and (de)polarization. In
addition to the requirements on quantum yield and flu-
orescence intensity standards, of special importance for
this application are the shape and size of potential refer-
ence materials and the respective measurement geometry,
e.g. 0◦/90◦ and front face. Also the luminescence quan-
tum yields of the analytes of interest have to be taken into
account. Luminescence quantum yields are in the range
of 60% for RE-doped optical glass and CaF2 due to the
inner-shell nature of the optical transitions involved, reach
up to 95% for color centers [76], and are below 10% for
optical transitions from the ns2 levels (n = 1, 2, 3, etc.)
as is found for instance in SbO3, AsO3 or ZnO. Suited
luminescence lifetime standards should cover the ns- to
ms-time domain. In a first step, to help manufacturers of
optical materials and fluorescence instruments to improve
fluorescence-based quality control, a set of reference ma-
terials covering the most important application-relevant
problems related to autofluorescence from glass-type ma-
terials needs to be defined, certified, and made available.
Furthermore, internationally accepted guidelines for the
determination and specification of autofluorescence are
increasingly requested. This will eventually contribute to
an improved performance of fluorescence instruments and
reliability of fluorescence analysis.
Flow Cytometry
Flow cytometry is a technique frequently used in
clinical medicine to support diagnoses or prognoses of
different diseases such as leukaemia, HIV infection or
immune paralysis, i.e. sepsis. To derive the information
required for a medical decision, cells of a blood or bone
marrow sample as well as cells isolated from a biopsy
are distinguished according to their physical and biolog-
ical properties. Subsequently, concentrations or relative
concentrations of subpopulations of cells are determined.
Apart from cell differentiation based on light scattering in
forward and sideward directions, staining of the surface of
target cells by fluorophore-labeled monoclonal antibod-
ies has evolved as a powerful tool for the identification
of subpopulations of cells, e.g. T-helper and T-suppressor
lymphocytes in AIDS diagnosis. In addition, flow cytom-
etry is used to detect fluorescently labeled intracellular
constituents like DNA or messenger RNA.
One essential feature of flow cytometry is the anal-
ysis of single particles at a high throughput of up to
100 kHz. For this purpose, the sample fluid containing
the suspended particles is injected into a flow cell to-
gether with a second fluidic stream, the sheath or mantle
stream. This results in hydrodynamic focusing of the sam-
ple stream to diameters of typically 5 µm that correspond
approximately to the size of human blood cells. Hence,
the cells are forced to cross one or several laser beams,
oriented perpendicularly with respect to the direction of
the flow, in single file. When passing the laser beams,
for each cell, light scatter in forward and sideward di-
rection and laser-induced fluorescence is simultaneously
recorded. Generally, the pulse heights of the signals are
measured. Fluorescence is observed in up to four different
optical bandpasses or channels corresponding to different
antibodies and different fluorophores, respectively.
In most cases, relative fluorescence intensities are
measured in flow cytometry to divide cell population into
two species, one of which reacts with a selected mono-
clonal antibody and hence is termed positive. The other
population that does not react with the selected antibody
is referred to as negative. In Fig. 7, a typical histogram
obtained with the antibody CD4 (Cluster of Differentia-
tion 4) labeled with the fluorophore PE (phycoerythrin)
is presented which features two populations, i.e. CD4-
positive (CD4+) lymphocytes and CD4-negative lympho-
cytes [77]. The difference or ratio of the distributions
of fluorescence intensities between these two cell sub-
sets strongly depends on several factors. This includes the
instrumental characteristics, the spectroscopic properties
Fig. 7. Histogram of the frequency distribution of stained white blood
cells. Phycoerythrin (PE) labeled antibodies CD4 were used to identify
CD4-positive T-lymphocytes. Included in the figure is the discrimination
threshold to distinguish positive and negative cells. The histogram was
provided by V. Ost, PARTEC GmbH.
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of the fluorescent molecules attached to the antibody,
and cell-specific biological features like autofluorescence
from intracellular constituents and non-specific binding.
To account for contributions arising for example from
autofluorescence and from non-specific binding, control
experiments (variation of the spectral irradiance of excit-
ing laser beams, isotype control to determine non-specific
binding, titration of antibody concentration) are required
to optimize the difference between positive and negative
populations, i.e. the signal-to-background ratio. To facil-
itate the comparison of the results from different instru-
ments, to compare different blood samples, and to accom-
plish a day-to-day control of the flow cytometer, stained
microbeads are frequently used. A typical histogram dis-
playing the relative frequency of particles of different flu-
orescence intensity is depicted in Fig. 8. The number at
each peak corresponds to MESF units. The MESF number
does not represent the true amount of dye molecules, but
indicates the brightness, i.e. the product of the molar ab-
sorption coefficient and the fluorescence quantum yield, of
the fluorescent species in solution [13,39]. MESF particles
are available with different fluorophores like for instance
fluorescein (FITC), PE or allophycocyanin (APC) and are
routinely used to align the optics of flow cytometers, to
set the detection threshold as well as to check the sensi-
tivity and the linearity of the instruments. Alternatively,
the linearity and resolution, i.e. the width of the intensity
distribution of flow cytometers can be monitored with
biological material, e.g. DNA-stained trout or chicken
erythrocytes.
Fig. 8. Histogram of differently stained calibrations beads (SPHEROTM
Rainbow Fluorescent Particles). The fluorescence intensities given in
arbitrary units can be calibrated in MESF units. The corresponding
MESF numbers labeling each peak indicate its respective center. The
fluorescence was observed in the FITC detection path of a Cytomation
MoFlocell sorter.
To improve quality assurance in flow cytometry, the
spectroscopic features of existing calibration (MESF) par-
ticles should be better characterized. This implies for ex-
ample the determination of the absorption spectrum and
the molar absorption coefficients at the wavelengths com-
monly available in flow cytometers as well as the cor-
rected emission spectrum and fluorescence quantum yield
in phosphate buffered isotonic solution. The availability of
such data would allow users of flow cytometry to obtain a
spectral correction of the instrument and to determine the
crosstalk between different fluorescence detection paths,
the correction of which is termed fluorescence compen-
sation. This eventually considers future developments in
flow cytometry that might result in an improved spectral
resolution from presently 20–30 to 1–2 nm. Accordingly
certified MESF beads are suited to calibrate such instru-
ments which allow to record emission spectra.
Apart from relative measurements, quantification of
fluorescence intensity in flow cytometry and subsequent
deduction of the significant biological quantities, i.e. the
number of specific antibodies on the cell surface (anti-
body binding capacity, ABC) or the number of proteins
within the cell, would possibly allow to improve medical
diagnosis. For example, standardized immune monitor-
ing, which includes the determination of ABC for differ-
ent antibodies, has been recently applied [78] to derive
criteria for the prediction of infections in risk patients af-
ter cardiopulmonary bypass surgery. For monocytes, the
expression of HLA-DR (human leukocyte antigen) epi-
topes correlates with their activation and can be applied
to monitor patients with septic shock [79]. To determine
the number of antibodies, the QuantiBRITEprinciple is
used [80]. For this calibration procedure, PE is chosen
to label antibodies and calibration beads as the influence
of the microenvironment on its spectroscopic properties
is not as pronounced as for other fluorophores. Another
advantage of PE is its high molecular weight and its cor-
respondingly large size, which allows to control that only
one fluorochrome is bound to each antibody. Apart from
quantification of PE fluorescence, the expression of en-
hanced green fluorescent protein (EGFP) of transfected
T-cells has been determined by calibration of the fluores-
cence of cells to an EGFP standard of validated MESF
units [81].
Due to the inherent sensitivity of fluorescence to dye
microenvironment, for each chromophore, diverse envi-
ronmental conditions can cause significant variations in
the brightness and spectral position of the absorption and
emission bands of the stained cells. The classical example
is the pH dependence of the fluorescence quantum yield
of frequently used fluorescein which limits its use. Hence,
to correct for such variations, any standard used to derive
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biological quantities has to mimic the fluorescently la-
beled cells as closely as possible. However, because of the
complexity of bacteria or cells, it is challenging to achieve
matching of absorption and emission spectra of standard
and biological sample. In addition, it is ambiguous to con-
trol labeling-induced changes of the spectral features, the
molar absorption coefficient, and especially the fluores-
cence quantum yield. To assure the traceability of such a
standard and to quantify its spectral properties, compar-
ison with corresponding stained cells is mandatory, for
example by employing cell sorting and subsequent sin-
gle molecule bleaching under microscopic control. This
technique would allow to determine the properties of fluo-
rophores in situ and to account for the influence of the mi-
croenvironment. In addition, to derive the biological influ-
encing quantities, colocalization should be applied to the
cells under investigation to distinguish specific and non-
specific binding of the fluorophore-labeled monoclonal
antibodies.
Fluorescence Microscopy
As a tool in microscopy—in addition to absorp-
tion methods—fluorescence provides a number of al-
ready mentioned possibilities such as e.g. selectivity of
communication via different parameters like excitation
and emission wavelength, fluorescence lifetime, and flu-
orescence (de)polarization [5,82–85]. Furthermore, with
confocal laser scanning microscopy and wide-field mi-
croscopy with spatially modulated excitation, the theo-
retical limits of spatial resolution that are determined by
the numerical aperture of the objective and the excita-
tion wavelength can be realized in practice. In addition,
labeling or probing of biological structures with fluo-
rescent reporters allow their indirect visualization even
when the size is far below the optical resolution limit.
Accordingly, confocal and wide-field fluorescence mi-
croscopy have been developing into some of the most
powerful and commonly used methods in medicine, foren-
sics, and bioanalysis. Founded on these techniques, fur-
ther specialized imaging and non-imaging methods like
two-photon fluorescence microscopy (2P), Fo¨rster or fluo-
rescence resonance energy transfer (FRET), total internal
reflection microscopy (TIRF), fluorescence lifetime imag-
ing microscopy (FLIM), fluorescence recovery after pho-
tobleaching (FRAP), fluorescence loss in photobleach-
ing (FLIP), fluorescence intensity (FLINT), fluorescence
anisotropy (FA), time-resolved energy transfer (TRET) as
well as fluorescence correlation spectroscopy (FCS) have
been become very popular. Typical applications of fluores-
cence microscopy techniques are investigations of fixed
(dead) samples like immunofluorescence studies and in
situ hybridization measurements of DNA sequences, live
cell imaging with measurements of the structure, dynam-
ics, and potential (maps) of membranes and organelles,
measurements of cell structures, organization, and func-
tion, e.g. determination of intracellular pH and physio-
logically important ions like e.g. Ca(II), Na(I), K(I), and
Mg(II) [86] as well as studies of protein structure and
dynamics [5,82–84,87]. A broad variety of these micro-
scopic techniques do not require quantification. However,
methods for the study of biological functions are gain-
ing importance that demand the precise quantification of
the concentration of analytes by measuring fluorescence
intensity in the 3D space over time (4D). Furthermore,
as some experimental approaches or methods like FRET
require quantitative spectrally resolved measurements of
two fluorophores simultaneously, this task can result in
5D data sets. The need for quantification, however, is
poorly met at present as commercial imaging instruments
are designed mostly for high image quality, i.e. low back-
ground signals and image distortions, high light through-
put, and good detection efficiency, but not primarily for
quantitative measurement of fluorescence. Accordingly,
this situation is reflected by the commercially available
standards.
Due to the complexity of the instrumentation used for
confocal and high-end wide-field imaging microscopy,
there is an urgent need for easy-to-use standards and
simple procedures for the characterization of these in-
struments, control of instrument specification, day-to-
day and long-term performance as well as to enable the
comparability—and in some cases the combination of mi-
croscopic data—across instruments and laboratories. This
can be seen as the first necessary step towards calibration
procedures and standards fulfilling the up-coming need
for signal quantification in many fields of microscopic
imaging. The demand for standardization of instrument
characterization and measurement procedures is further
enhanced due to the increasing use of fluorescence mi-
croscopy in areas like medical diagnostics. Accordingly,
in this section, the general need for and requirements
on standards suited for fluorescence microscopy are dis-
cussed without consideration of the specific demands of
the broad variety of fluorescence microscopic techniques
available.
In conventional and confocal fluorescence mi-
croscopy, the recorded signal is affected by the sample-
specific amount of fluorescent molecules with a certain
molar absorption coefficient and fluorescence quantum
yield present in a given microscopic volume, the in-
strument, and autofluorescence. The latter can arise
for instance from the sample, the instrument’s optics
and/or from an immersion medium. (Time-dependent)
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instrument-specific effects are linked to the wavelength-
dependent spectral irradiance at sample position, the
wavelength- and polarization-dependent light collection
properties and aberration of the microscope, and the
wavelength- and polarization-dependent spectral respon-
sivity of the detection system [88]. To obtain instrument-
independent and hence comparable data, these instrument
characteristics need to be measured. For the quantifica-
tion of the recorded signals, the linearity of the detection
system has to be determined and either standards closely
matching the sample/analyte to be quantified or appropri-
ate characterization procedures are required [89]. Accord-
ing to the broad community of fluorescence microscopists
[90], instrument-type standards—preferably in combina-
tion with guidelines for instrument characterization—are
desired to characterize the size of the illuminated volume,
i.e. the point-spread function [91], the instrument’s spatial
(x, y) resolution, the spectral irradiance/excitation inten-
sity reaching the sample, the homogeneity of the sample
illumination, the field flatness, z-distance and z-resolution,
the spectral resolution as well as the day-to-day and
long-term instrument performance, respectively. More-
over, application-specific fluorescence intensity standards
or so-called reference standards are requested [92] and
internationally agreed methods/protocols in combination
with suited systems to determine the range of linearity of
the detection system [93]. Additionally, guidelines includ-
ing materials to measure limits of detection are of interest,
for instance to compare the sensitivities of different instru-
ments. Furthermore, with the increasing spectral resolu-
tion offered now by the majority of modern commercial
confocal microscopes, spectral fluorescence standards are
gaining importance [94].
Standards for the characterization and calibration of
fluorescence microscopes have to meet additional require-
ments compared to standards for macroscopic fluores-
cence spectroscopy. This is due to the strongly increased
spectral irradiances at the sample position that exceed
those used in conventional (macro)fluorometry often by 4
or more orders of magnitude [17]. Accordingly, frequently
enhanced photodecomposition is observed, especially in
the case of laser illumination typically used for confocal
scanning techniques. The strongly improved spatial reso-
lution imposes more strict requirements on the homogene-
ity of the chromophore distribution within the standard.
Size and shape of a standard are by far more important
as microscopic measurements usually require changes in
field aperture and magnification. Only dimension-adapted
microscopic standards with a well-defined shape permit
a correct intensity/volume relationship. Furthermore, the
spectral radiances and spectral characteristics of the stan-
dard and the sample need to be sufficiently similar.
At present, there is a broad variety of fluorescence
standards, mostly of instrument-type, commercially avail-
able. Instrument standards can be of chemical, i.e. organic
or inorganic nature, or of physical type. Standards, which
relate instrument response to analyte concentration, com-
monly rely on organic fluorophores either incorporated
within or bound to the surface of a stable, non-fluorescing
host of well-defined shape. Other approaches are micro-
droplets of fluorescent solutions [92] or microcapillaries
filled with fluorophore solutions [17,95,96]. Typical in-
strument standards are for instance inorganic ion-doped
glass materials such as uranyl-containing glasses [97,98]
that are of good photo-stability but no longer commer-
cially available, or inorganic ion-doped fibers [99] de-
veloped for the calibration of the day-to-day instrument
performance. Inorganic ion-doped glasses have only re-
stricted application as reference standards for certain
analytes with sufficiently similar excitation and emis-
sion spectra. Fluorescent microspheres [100–102] are of
widespread use not only as instrument-type standards to
check on instrument alignment, sensitivity, and stability as
well as spectral separation (multicolored particles) of both
conventional microscopes and laser scanning systems but
also as internal as well as external fluorescence intensity
standards. Some examples for measurements with fluores-
cent microspheres are shown in Fig. 9. The dually labeled
beads (FocalCheck, Molecular Probes) shown are applied
for alignment purposes (parfocality, xy pixel-shift with
color) in confocal and wide-field fluorescence microscopy
when two or more excitation/fluorescence channels have
to be acquired from one location in the 3D space. They
allow to adjust for pixel-shift free recordings in the 3D
space, see Fig. 9C and D, respectively. However, these
microspheres can act as an additional optical lens element
in the optical path, leading to severe optical distortions in
the 3D space as follows from Fig. 9B. The applicability
of such particles is further limited by the fluorophore’s
stability and often by the mounting medium.
Other suggested standards include concentrated so-
lutions of fluorophores like fluorescein and rhodamine
dyes on a regular slide [103] for shading or flat field correc-
tion, fixed fluorescent cells [104] or fluorescent polymers,
which can, however, suffer from spatial non-uniformity
leading to inhomogeneous emission [105], immobilized
particle arrays [106] or wax films doped with fluores-
cent dyes [107]. Recently, organic and inorganic systems
containing uniformly dispersed luminescent nanocrystals
at various concentrations have been suggested as poten-
tial fluorescence standards for microscopy [108]. How-
ever, aside from the generally advantageous spectroscopic
properties of quantum dots, i.e. size-tunable broad absorp-
tion and narrow emission bands, and comparatively high
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Fig. 9. Focal check beads usable for parfocal alignment and shift free multi-channel
acquisition in confocal and wide-field fluorescence microscopes. The beads are labeled
with one color throughout and with a second color on the outer shell. (A) Overlay of a
three-channel image acquired sequentially with 364, 488, and 543 nm excitation (mixture
of beads F-7237 and F-7238, Molecular Probes Inc., Eugene, USA). (B) Orthogonal x–z
and y–z cross-section view from a two-channel z-stack (excitation at 364 and 488 nm). It
can be seen, that the bead acts as an optical active element, leading to a distorted intensity
profile of the green colored shell. (C) x–z cross-section view of a bead squeezed between
two microscope slides, well-aligned collimator for UV/Vis illumination. (D) x–z cross-
section after misaligning the collimator, which results in a shift of one color in relation to
the other. All images were recorded with a 63×/1.2 water immersion lens on a LSM 510
Meta confocal microscope (Carl Zeiss GmbH, Jena, Germany).
fluorescence quantum yields in the long wavelength re-
gion [109], the suitability of such systems as standards
requires a very narrow and reproducible particle size dis-
tribution and a time- and illumination-independent bright-
ness [110]. The latter implies the overcome of the often ob-
served increase in fluorescence intensity on illumination
or so-called photobrightening [111]. Also physical-type
standards like for instance lamp-based calibration assem-
blies have been reported [94]. An intriguing approach is a
test slide that contains a built-in regulated light-emitting
diode in feedback configuration with a PIN photodiode
and different pinholes to mimic the emission characteris-
tics of fluorescent cells [112]. This assembly allows the
determination of the linearity of the detection system of
a microscope. Another multifunctional standard is a mi-
croscope test slide that contains side by side a photodiode
for power and pulse length measurements and a detector
for wavelength measurements [113].
Despite of the enormous progress in fluorescence
microscopy and the broad variety of fluorescence stan-
dards suggested, up to now, the suitability of the available
materials as well as the need for improved standards for
the characterization of fluorescence microscopes and for
quantification purposes is still under debate [90]. This is
also true for the demand of internationally accepted pro-
tocols for instrument calibration, control of instrument
specifications, and IPV as well as signal quantification.
Disadvantages of some of the available or recommended
fluorescence standards that need to be considered and
eventually overcome, are high, not sample comparable
fluorescence intensities emitted even at low excitation in-
tensities which lead to enhanced calibration uncertain-
ties caused by nonlinearities of the detection system or
stray light effects within the instrument. Critical can be
also a non-adequate thickness of the fluorescence stan-
dard that renders the identification of the appropriate fo-
cal plane for the calibration procedure difficult. Also,
the effect of the coverslip has to be taken into account
for the design and selection of a suited standard. Mea-
surements of a standard without a coverslip may be er-
roneous due to distortion of the measured signal in the
light path, as most of the objectives for biological imag-
ing are designed, i.e. calculated, for use with a cover-
slip of 170 µm thickness. However, for objectives made
for application without a coverslip—water dipping lenses
employed in neurobiology or lenses for use in material
science—coverslip-free standards are needed. Further-
more, severe optical distortions due to strong refractive
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index mismatches between standard and immersion me-
dia can be problematic and should be avoided when the
3D dimension of the standard is of importance. Other
standard-related problems and sources of error can be an
insufficient or not reported stability under laser illumina-
tion that leads to photodecomposition of the fluorophore
and accordingly aging-inherent intensity and/or spectral
variations and/or an inhomogeneous distribution of the
chromophore within the matrix for solid standards such as
color slides.
To the best of our knowledge, long-term stability
problems have been encountered for almost all types of
potential standards for fluorescence microscopy. The in-
fluence of such photoinduced effects is exemplary illus-
trated in Fig. 10 for colored, fluorescent plastic slides
that are used in confocal and wide-field microscopy for
spectrally resolved measurements, spectral calibration as
well as adjustment or control of the homogeneity of the
illumination. These slides may be also suited for the eval-
uation of (fluctuations of) the excitation light intensity or
Fig. 10. Fluorescence emission spectra and photobleaching of plastic color microscope slides from different suppliers (Deltavision (DV), MM).
(A) Emission spectra of the color slides recorded on a LSM 510 Meta (Carl Zeiss GmbH, Jena, Germany) confocal microscope with the appropriate
primary dichroic beamsplitter (DC) and a 63 × /1.2 water immersion lens. The bandwidth of the spectral Meta unit was set to 10.2 nm. A distortion
of the real emission spectrum as a result of the optical properties of the DC was not taken into account. (B and C) Photo-stability/bleach resistance
of the calibration slides. The measurements of times series of images were performed as follows: Within regions of interest (ROI), marked with
solid lines, additional scans with maximum laser intensity were run to probe the bleaching characteristics of the slides. The settings for these
ROI were: 1000 scan iterations, pixel time 1.4 µs, scanning time in total for the ROI ca. 2.5 s (DAPI Blue, Ex 364 nm,) or 25 s (DV 488/519,
excitation at 488 nm). This was repeated with the DAPI Blue sample (B) every 2.5 s for 20 times and for DV 488/519 (C) every 2.5 s for 60 times.
Images of the total area shown were taken in between the high-intensity ROI excitation: Five images (DAPI Blue) and 10 images (DV 488/519).
Measurements of the emission intensity over time within the upper ROI positions result in the non-bleached curves (dashed lines), the ROIs
marked with solid lines yield the bleached curves.
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the determination of the sensitivity of fluorescence micro-
scopes. The emission spectra of these slides and the photo-
stability studies are shown in Fig. 10A, 10B, and 10C,
respectively. The low resistance to photodecomposition in
combination with the presence of defects in the fluorescent
layer makes these slides not very attractive candidates for
other than spectral calibration tasks provided that no light-
induced spectral changes occur. To overcome problems re-
lated to photodecomposition requires either materials of
an improved or at least better characterized photo-stability
or single-use materials of excellent reproducibility.
A first step to the design of better-suited fluores-
cence standards for fluorescence microscopy seems to be
the development of fluorophore-doped glass- or polymer-
based slides and/or slides with fluorescent coatings for
the spectral region of ca. 450 to 900 nm that show ide-
ally little photodecomposition under application-relevant
conditions and a homogeneous distribution of a single
or a mixture of different fluorophores. The albeit stated
photo-stability should be given in terms of application-
relevant light fluxes at typically used excitation wave-
lengths. A more single-use type approach could include
for instance the application of slide-type cells or capil-
laries with a defined optical pathlength filled with (re-
newable) fluorophore solutions. With respect to the de-
sired standardization of microscopic measurements, the
application-relevant spectroscopic properties of these po-
tential reference materials, that need to be tested with a
broad variety of commercially available fluorescence mi-
croscopes, should be preferably certified [37].
Fluorescence- and Biology-Related Problems
in the Microarray Technology
Biochips have become an increasingly important re-
search tool for the biotechnology industry, molecular di-
agnostics, and related fields of gene expression analysis,
drug screening, nucleic acid sequencing, and mutation
analysis [114–119]. Such biochips consist of a plurality
of binding agents or so-called probes. Such probes can be
peptides, oligonucleotides, or up to ten thousands of sin-
gle stranded DNA fragments representing a single gene or
genome that are deposited onto the surface of a solid sup-
port like a coated glass slide in the form of an array with
spot sizes in the 50 to 200 µm range. For typical DNA mi-
croarray experiments with fluorescence detection, RNA or
DNA from biological samples and from controls is iso-
lated and—during a reverse transcription reaction—that
transcribes RNA into cDNA—labeled with two spectrally
distinguishable dyes like the cyanine dyes Cy3 (absorp-
tion at ca. 550 nm, emission at ca. 565 nm) and Cy5
(absorption at ca. 650 nm, emission at ca. 675 nm), re-
spectively. The labeled biomolecules are then reacted, i.e.
hybridized with the microarray thereby binding to their
complementary sequences present in the spotted probes.
After processing, the microarrays are read out with an
array reader, typically a confocal laser scanner equipped
with a He–Ne laser (543,5, 594, 612, and 632.8 nm) or
a Kr–Ar laser (488, 514, 568, and 647 nm) or less com-
mon, a solid-state laser or a white light source and a PMT
or a CCD (charge coupled device) detection system with
a lateral resolution of 5–10 µm, respectively. This step
involves excitation at two different wavelengths and sub-
sequent recording of integral fluorescence intensities in
two detection channels, the so-called green and red chan-
nel [120]. Usually, the scanner software is able to com-
bine signal intensities of both channels and to deliver a
false-color image. The amount of analyte bound to a spot
follows from the measured integral fluorescence inten-
sity with abundant targets seen either in red or green and
equal amounts in yellow. This allows for the estimation
of relative expression levels of the genes from the fluores-
cence intensities of the spots. For the generation of reliable
gene expression data, several repetitions and controls are
necessary with the obtained expression values being sta-
tistically analyzed and normalized. Further bioinformatic
analysis, e.g. hierarchical agglomerative clustering of the
gene expression data, provides the basis for the interpre-
tation of the alteration in gene expression of many genes
in parallel [121–123].
Microarray experiments are performed either by ra-
tio or direct measurements comparing two RNA samples,
e.g. healthy and disease stage, or by absolute or indirect
measurements comparing one RNA sample to a reference,
e.g. standardized RNA or DNA. Accordingly, this yields
either relative expression values (ratios) or absolute ex-
pression values. To improve the reliability of the data,
suitable controls are introduced that are incorporated into
every experiment and are accordingly present on the array
and spiked into the hybridization solution. This includes
range, ratio, negative, and contamination controls as well
as a positive control and a guide-dot for orientation af-
ter scanning. As an example for both approaches, image
files of the two different experimental designs measur-
ing direct (A) and indirect (B) gene expression values
of the plant Arabidopsis thaliana during its growth are
shown in Fig. 11, respectively. For the former, RNA from
two different stages are labeled either with Cy3 or Cy5
and hybridized to an Arabidopsis microarray. For indirect
measurement of gene expression values, the target sam-
ple is labeled either with Cy5 or Cy3, and a vice versa
labeled reference oligonucleotide that is complementary
to the PCR primers used for probe generation is spiked
into the hybridization solution and co-hybridized.
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Fig. 11. Image files of two different experimental designs that enable
the comparison of gene expression between samples from Arabidopsis
thaliana growth development. For direct (ratio) measurement of differ-
ences in gene expression, see (A), RNA from two different develop-
mental stages were labeled either with Cy3 or Cy5 and hybridized to
an Arabidopsis microarray, respectively. For indirect (absolute) mea-
surement, see (B), RNA from one developmental stage was labeled
with Cy5 and the sample was co-hybridized with a Cy3-labeled refer-
ence oligonucleotide and measured as described before. The microarrays
were scanned at excitation wavelengths of 532 and 635 nm, respectively,
and read out with the respective green and red channel with a resolution
of 10 µm using a Fuji FLA 8000 microarray scanner. Only sections of
the corresponding images are shown.
The uncertainty and reliability of the results obtained
from microarray experiments depend on the biological
and the experimental variation as well as—to a smaller
extent—on fluorescence detection and data analysis. Fur-
thermore, due to the lack of generally accepted standard-
ized sampling protocols and biological standards to be
used in every microarray experiment, problems related to
biology and data analysis are amplified [124]. In general,
the contribution to the overall uncertainty from the bi-
ological side has the highest impact due to genetic and
environmental variation, which are difficult to measure.
Fluorescence-inherent sources of error can be easier certi-
fied, however only, if the necessary controls and standards
are included in the experiment and if the scanners are
properly characterized. Fluorescence-based uncertainties
are related to fluorophore labeling of the target [125,126]
and to problems linked to measurements of fluorescence
intensities, i.e. the sensitivity of the label’s spectroscopic
properties to chromophore microenvironment [127,128]
and to dye–dye interactions [129] as well as to instrument-
specific effects. To overcome limitations in the former,
e.g. different incorporation rates of the dyes or dye in-
stability, the so-called dye swap or fluor-reverse is used
with both targets being labeled with two dyes in sepa-
rate reactions and hybridized to two identical microar-
rays with identical probe arrangements. In addition to the
instrument-related effects already discussed, microarray
scanner-specific uncertainties are linked to the determi-
nation of the background signal, the method used for dye
normalization, crosstalk between channels, and variations
in the alignment of the optical scanner [130]. For example,
for confocal reading, which is used to increase the sen-
sitivity by rejecting light coming from other planes than
that of the biological signals of interest, there is a strong
need for accuracy of the focus and tilt adjustment of the
biochip. To illustrate the influence of such instrument-
specific effects on the recorded fluorescence intensities, a
calibration slide from Clondiag [131] was measured with
three common microarray readers with routinely used in-
strument parameters, e.g. representative settings of the
PMT voltage for the green and red channels, respectively.
The accordingly obtained results are depicted in Fig. 12.
The differences in fluorescence intensity measured with
all the readers for the two detection channels are attributed
Fig. 12. Comparison of three commercially available microarray read-
ers using the calibration slide FluorIS from Clondiag, Germany. The
intensities of three areas differing in intensity (Int 1, Int 2, and Int 3) are
depicted. The measured intensities represent mean values of 100 single
spots per spot area. The slide was measured at the excitation wavelengths
typically used for Cy3 (light-gray bars) and Cy5 (dark-grey bars) at stan-
dard laboratory PMT settings. The obtained scan images were analyzed
using the IconoClust version 2.2 software package (Clondiag, Germany).
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to the different wavelength-dependent spectral responsivi-
ties of the respective detection systems, see e.g. also Fig. 1.
Typically, such detection systems are less sensitive in the
long wavelength region of ca. 675 nm as compared to a de-
tection wavelength of ca. 565 nm. The obvious deviations
between the three data sets clearly demonstrate the need
for a general calibration tool to improve the reliability of
microarray data from the detection side.
To make microarray data world-wide comparable,
there is a strong need for instrument standards, applica-
tion of biological reference materials, and standardized
procedures/protocols for the performance and evaluation
of such experiments. For the reduction of biology- and
data evaluation-related uncertainties, the microarray re-
search community has discussed since a long time the
introduction of quality controls (QCs) and SOPs as well
as biological reference materials such as for instance stan-
dards based on genomic DNA, a reference RNA pool or
a reference oligonucleotide for measuring more precisely
absolute or indirect gene expression values [132,133]. For
instance, only recently, two RNA reference materials have
been defined to improve the standardization of gene ex-
pression experiments [134]. Furthermore, working groups
have been founded to develop and share common stan-
dards and guidelines for gene expression analysis in clini-
cal trials and to cover standards for reference materials and
quality control, SOPs as well as standard bioinformatic ap-
proaches for data analysis and storage [135–138]. Several
guidelines for the performance of microarray experiments
have been proposed by the Microarray Gene Expression
Data (MGED) Society, including the Minimal Informa-
tion About a Microarray Experiment (MIAME) descrip-
tion and annotation [139] and the MAGE-ML mark-up
language [140]. For storage of the microarray data, several
databases have been established following the MIAME
guidelines [141,142].
To improve the reliability of microarray experiments
from the detection side, at present, there exist only very
few standards. These are intensity standards designed e.g.
for control of the performance of array scanners, channel
crosstalk, and effect of PMT voltage as well as for the
comparison of the performance of different instruments
[143]. One of them offers some means for control of the
spatial resolution [131]. This standard, however, that was
measured by us, see Fig. 12, suffers from photodegrada-
tion, lack of reported absorption and emission spectra, and
a comparatively small variation in fluorescence intensity,
see for instance [131] and Fig. 12, which does not allow
for the determination of the linearity of the detection sys-
tem(s). Moreover, some microarray reader manufacturer
have integrated a self-test using an internal light source,
which runs at the start of the instruments and before every
scan (e.g. Fuji Photo Film Co.) to check PMT settings
whereas others (e.g. Axon Instruments Inc.) provide spe-
cific calibration slides for an evaluation of the instrument
performance.
To improve this situation, better-suited calibration
slides or calibration spots on every microarray are de-
sired to help adjust the scanner settings and to deter-
mine the instrument’s image/spatial resolution as well
as its day-to-day performance and long-term stability—
ideally in combination with guidelines for their use. Fur-
thermore, tested procedures in combination with recom-
mended materials/systems are needed for the determina-
tion of the range of linearity of the array scanners, their
dynamic range and sensitivity. The final goal is here to
improve the comparability of data generated by different
instruments/laboratories and with different labels. Easy-
to-use fluorescence standards that meet these require-
ments should for instance either provide a stable output
at application-relevant wavelengths and photon fluxes or
need to be easily reproduced, should have minimum lo-
cal and global non-uniformities in emission and should
generate signals comparable to those observed for typical
samples. With this respect, also the influence of spectral
deviations between the fluorescence spectra of the stan-
dard and common labels needs to be examined. This ren-
ders the availability of absorption and corrected emission
spectra of both the standard and the labels for application-
relevant conditions, i.e. microenvironment(s), important.
For testing of the instrument’s spatial resolution, which
should be in the 5 µm range, uniformly patterned stan-
dards are desired. Such standards must be applicable for
the majority of typically used microarray readers and la-
bels, e.g. suited for typical excitation wavelengths and
emission wavelength intervals as well as scanner formats.
Moreover, they should have been tested with a broad va-
riety of instruments in a Round Robin test. For the devel-
opment of such purpose-fit fluorescence standards, input
not only from instrument manufacturers but also from
the community of users of the microarray technology is
required. Additionally, future technological advances of
microarray readers should be considered that will most
likely provide an enhanced spatial resolution, precision,
and sensitivity as well as a higher dynamic range. Further-
more, it needs to be decided on within the community of
users of the microarray technology and instrument manu-
facturers, whether stand-alone fluorescence standards like
calibration slides or the integration of fluorescence stan-
dards into slides used for the performance of microarray
experiments are to be favored. The former is for instance
sufficient to characterize the day-to-day and long-term
instrument performance, whereas the latter approach—
though more costly—may be tempting for an improved
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and better feasible comparability of the recorded fluores-
cence signals.
In Vivo Fluorescence Imaging/Spectroscopy
Generally, imaging of animals, human skin, and in-
ner cavities within the human body, e.g. bladder or colon,
with endoscopic techniques is a powerful tool to detect
modifications of tissue, possibly in advance of malignant
alterations. Apart from reflection measurements, applica-
tion of fluorescence imaging in medical diagnostics has at-
tracted increasing interest over the past decade [144,145].
Since tissue is a highly scattering medium, the excita-
tion light as well as the light emitted by the fluorophore
used as contrast agent are diffracted many times and
accordingly, the corresponding optical path-lengths are
significantly increased. Contributions from light emitted
from different depths within the tissue result in a dif-
fuse image and hence, the technique is often termed dif-
fuse fluorescence imaging. Optical properties of tissue
strongly depend on excitation and emission wavelengths.
Accordingly, wavelength selection influences the penetra-
tion depth and, hence, the intensity of the recorded fluo-
rescence signal. In particular, the maximum penetration
depth and minimum absorption are reached when excita-
tion and emission wavelengths are chosen that fall within
the so-called diagnostic and therapeutic window between
700 and 900 nm. Hence, this spectral region is used for
the detection of deeper lying lesions. For the detection
of superficial lesions, the wavelength region between 400
and 700 nm is employed as well.
In vivo fluorescence imaging allows for instance to
study the dynamics of contrast agents or specific intrinsic
fluorophores, which serve as reporters for diseased tissue
[146]. In addition, fluorescence measurements based on
specific molecular probes for target detection, i.e. molec-
ular imaging, are used in medicine and drug design [147–
152]. Fluorescence detection typically includes measure-
ments of the distribution of fluorescence intensities (inte-
gral, spectrally resolved, time-gated) of the corresponding
reporter molecules as well as fluorescence lifetime and oc-
casionally fluorescence polarization analysis. The former
is strongly influenced by the absorption of the respec-
tive tissue, its light scattering properties, and the loca-
tion/depth of the fluorophores in the tissue. In addition,
apart from the fluorescence of the probe molecule, back-
ground fluorescence of tissue caused by intrinsic chro-
mophores, i.e. autofluorescence, also contributes to the
fluorescence signal. Furthermore, for fluorescence origi-
nating from deeper layers within the tissue, the covering
tissue acts as wavelength-dependent attenuator for the ex-
citation light as well as for the emitted light. Also reflec-
tion losses, which might depend on the polarization of
light, occur at boundary layers (e.g. mucosa) because of
the inhomogeneity of tissue. Accordingly, many influenc-
ing quantities have to be known to derive concentrations
of fluorophores and subsequently the concentration of tar-
get molecules from the observed fluorescence signals.
At present, this intention seems to be unrealistic. How-
ever, standardization of measurement procedures to ob-
tain relative concentrations at higher precision is required
to ensure the comparability of measurements performed
with different setups and/or under different experimental
conditions in vivo. The application of suitable SOPs and
reference materials would facilitate the interpretation of
fluorescence images. In particular, the differentiation be-
tween a lesion and normal tissue might be improved in
this way.
Imaging of laser-induced fluorescence in tissue can
be performed in reflection [153] or transmission geometry
[154]. In both cases, a reference material with known opti-
cal, i.e. absorption, fluorescence, and scattering properties
can be measured simultaneously or subsequently using the
same geometry. A suited non-certified reference material
developed by the PTB for this purpose consists of a cya-
nine dye and glass spheres as scattering centers embedded
into a polymer matrix [155]. We used this reference ma-
terial to derive the results shown in Fig. 13, which depicts
the measured integral fluorescence intensities from a rat
joint and fluorescence intensities normalized to this stan-
dard detected simultaneously. The contrast agent, a non-
specific cyanine dye [151,152,156] injected intravenously
prior to the experiment, was excited at 740 nm. Apart
from the large penetration depth, for the chosen exci-
tation wavelength, the background fluorescence is very
Fig. 13. Comparison of measured (squares) and normalized (line) fluo-
rescence intensities of a rat joint after application of the contrast agent
(non-specific cyanine dye, dose of 1 µmol/kg body weight). The nor-
malization was done with respect to a PTB-developed reference material
simultaneously recorded. The contrast agent was excited at 740 nm.
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low compared to the fluorescence intensity of the contrast
agent, see Fig. 13, observation times shorter than 15 s.
The background fluorescence from the tissue is obtained
by imaging the animal before application of the contrast
agent. As follows from Fig. 13, the integral fluorescence
intensity, plotted versus time after intravenous injection,
strongly increases between 15 and 25 s and reaches a sat-
uration value after about 90 s. Furthermore, the fluctu-
ations in the bolus kinetic are considerably reduced on
application of this normalization procedure as is evident
from the reduced signal variation. The remaining vari-
ation of the fluorescence signal is associated with the
heartbeat and respiration of the animal, respectively. This
referencing or normalization procedure allows to compare
fluorescence intensities from different animals provided
the normalization is performed with the same reference
material.
Fluorescence imaging and fluorescence spec-
troscopy can be used to extend the potential of endoscopy-
based techniques frequently used for clinical applications.
As an example, in Fig. 14, an endoscopic image of the
colon mucosa of a patient with pancolitis is shown. Aside
from the typical reflection image routinely observed, a
bright spot from the excitation light coupled through an
optical fiber and the fiber tip can be seen. To obtain
laser-induced fluorescence, aminolevulinic acid (ALA) is
sprayed into the colon shortly before endoscopy. ALA is
a poorly fluorescing precursor of the fluorophore proto-
Fig. 14. Fluorescence-guided endoscopy of the colon of a patient with
pancolitis. The laser light delivered by a fiber and the fiber tip can be
recognized in the lower central part of the image. This investigation
has been performed at the 4th Medical Department, Charite´, Humboldt
University, Berlin, Germany by Dr. G. Schachschal.
Fig. 15. Prompt and delayed fluorescence spectrum of a dysplasia in
Barrett’s oesophagus. The background fluorescence is efficiently sup-
pressed in the time delayed spectrum of PpIX. The arrows indicate the
wavelengths and amplitudes used for normalization.
porphyrin IX (PpIX), the formation of which is enhanced
in diseased tissue, e.g. in low- and high-grade dysplasia.
To monitor regions with enhanced PpIX concentration
on-line together with the conventional endoscopic image,
pulsed laser light for the excitation of the fluorophore and
a monochromator coupled to an intensified photodiode
array for the detection of the emitted light are used. For
excitation and observation of laser-induced fluorescence
an optical fiber is inserted into the working channel of
an endoscope. This technique enables the measurement
of spectrally resolved fluorescence data at a single point
[157,158] and can be applied for fluorescence-guided
biopsy. The fluorescence spectra from the blue spot in
Fig. 14 taken at two different delay times relative to the
exciting laser pulse are illustrated in Fig. 15. As is evident
from a comparison of the prompt and delayed emission
spectra, application of this time-gated technique results in
an effective suppression of tissue autofluorescence. Since
geometrical factors remain unchanged, analysis of both
spectra can be exploited to eliminate geometrical effects,
which otherwise hamper the interpretation and quantifica-
tion of the measurement. To this end [158], we introduce
the PpIX-specific quantity
I spn (λ, 20 ns) = In(599 nm, 20 ns)
{
In(λ, 20 ns)
In(599 nm, 20 ns)
− In(λ, 0 ns)
In(599 nm, 0 ns)
}
(1)
In Eq. (1), the prompt I(λ, 0 ns) and delayed I(λ,
20 ns) fluorescence spectra, see Fig. 15 are normalized to
the maximum intensity I(635 nm, 0 ns) of the prompt flu-
orescence spectrum. The resulting normalized quantities
are indicated by the lower index n. The normalization to
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I(635 nm, 0 ns) is chosen with respect to the maximum
emission of PpIX and the division by the spectral am-
plitude at λ = 599 nm is performed because non-specific
fluorescence and PpIX fluorescence spectra do not over-
lap in this region. In this way, the contribution from non-
specific autofluorescence can be subtracted, provided that
the optical properties of diseased and normal tissue are
similar. This assumption is generally justified for the de-
tection of early stages of cancerous tissue. On the basis of
this normalization procedure, a significant discrimination
between diseased and non-diseased tissue is possible as
has been shown for example by Ortner et al. for dysplasias
in Barrett’s oesophagus [157].
For fluorescence imaging in vivo, for spectral cor-
rection as well as for the determination of the linearity of
the detection system, its dynamic range, and its sensitiv-
ity, solutions of the corresponding contrast agents or other
spectrally suited dyes could be used. However, to improve
the comparability and reliability of in vivo applications of
fluorescence imaging, on our opinion, the use of reference
procedures including mathematical analysis and properly
chosen fluorescence standards seems to be the method of
choice, as has been demonstrated exemplary for molec-
ular imaging experiments with small animals and fluo-
rescence endoscopy of human colon. Reference materials
suited for signal quantification must also mimic the scat-
tering properties of the investigated tissue. To this end, for
the comparability of different in vivo applications, a set
of well-characterized and preferably certified standards
of liquid or solid nature is desired that covers the spectral
range from 400 up to 900 nm.
CONCLUSION AND OUTLOOK
As has been illustrated for selected fluorescence tech-
niques, there is still a considerable need to improve the re-
liability and the comparability of fluorescence data as well
as the comparability of instrument characterization and
performance validation. The latter forms the basis for stan-
dardization. To achieve this and to improve quality assur-
ance in fluorometry, well-characterized instrument-type
and application-specific fluorescence standards for the
UV/Vis/NIR spectral region are mandatory, that closely
match the optical properties of measured samples. In
this context, close resemblance stands for comparable ab-
sorption and emission features, emission intensities and
characteristics, scattering and measurement geometry. In
addition to (certified) reference materials, internationally
accepted SOPs for the characterization and validation of
common types of fluorescence instruments are needed as
well as guidelines for the performance of fluorescence
measurements that are relevant for a broad community of
users of fluorescence techniques. The intention of the lat-
ter should be also to reduce sample-related and handling-
related uncertainties in fluorescence analysis. On our opin-
ion, guidelines—preferably in combination with suited
materials or standards—are for instance required for the
determination of the range of linearity, dynamic range, and
sensitivity of fluorescence instruments as well as for the
performance of quantitative fluorescence measurements
and for the determination of fluorescence quantum yields.
The availability of suited certified standards and guide-
lines is of special importance for fluorescence measure-
ments in medical diagnosis and clinical applications of
fluorometry, where standardization of instrument charac-
terization and performance of measurements is eventually
requested.
Novel fluorescence standards for the establishment
of an improved quality assurance in fluorometry on
a broad level should be not only designed and char-
acterized for use under application-relevant conditions,
easy-to-operate, and commercially available, but also
characterized with respect to all the application-relevant
spectroscopic and analytical properties. Furthermore, the
(wavelength-dependent) uncertainty of the calibration-
relevant fluorometric quantity/quantities needs to be pro-
vided including method of determination. To guarantee
the standard’s reliability, such reference materials should
be preferably certified. The rational design and testing of
such fluorescence standards with improved properties and
the development of the aforementioned guidelines, how-
ever, requires a close contact between National Metrolog-
ical Institutes (NMIs), standardization bodies, regulatory
agencies, scientific associations, manufacturers of instru-
mentation, users of fluorescence techniques as well as
manufacturers of fluorescent labels, reagents and other
materials for fluorescence analysis. Within this context,
also the necessary level of traceability in fluorometry has
to be defined and recent developments in instrumenta-
tion as well as in fluorescent dyes need to be taken into
account. Particular attention should be focused also on
procedures for the evaluation of software used for data
analysis, at least for more advanced fluorescence methods
like time-resolved fluorometry, fluorescence imaging, and
fluorescence-based microarray techniques.
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